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Abstract

Previous studies have shown that during several types of
seizures, the heart rate increases strongly towards a max-
imal patient-specific epileptic heart rate HRep. This ic-
tal peak heart rate is one of the most important features
for classifying epileptic heart rate increases. We there-
fore try to estimate HRep, which is done by using least
squares support vector machines. The found estimation
had a mean square error of 18bpm, which is an improve-
ment compared to age-based estimators. Adding this in-
formation to an online seizure detector led to an increased
performance (F1-score: 14.65% to 18.72%) with a de-
creased detection delay (23.8s to 11.9s).

1. Introduction

Since the last couple of decades, online automated
epileptic seizure detection at home has become of in-
creased interest [1]. Previous studies showed that com-
plex partial and tonic-clonic seizures are often accompa-
nied with a strong ictal heart rate increase (HRI, see figure
1) [2]. This makes ECG analysis a possible option for on-
line seizure detection at home.

To improve the usability of these algorithms, patient-
independent algorithms are required in practice. This
causes a big problem as the heart rate (HR) characteristics
from the ictal HRI strongly depend on the specific patient.
One of the most useful features for patient-specific seizure
detection is the reached peak heart rate HRp [3]. Typ-
ically, epileptic HRIs will lead to larger peak heart rates
due to a longer sympathetic activation compared to non-

epileptic HRIs (see figure2). If the seizure lasts sufficiently
long, the HR will reach a certain maximal epileptic HR
value HRep which it does not exceed during the seizure.
For seizures within one patient, HRep typically reaches
similar values with possible small interseizure changes .

In this paper, we try to make an estimation H̃Rep of
HRep each time a strong HRI is occurring. The estimation
H̃Rep is obtained by using information prior to the point
in time where the strong HRI is detected (at point t∇HR∗ ,
see figure 1). In case of a sufficiently long seizure, the
HRI should then lead to a HRp close to H̃Rep, whereas
for non-epileptic HRIs HRp should be significantly lower
than H̃Rep. This estimation is then used to improve an ex-
isting online seizure detection algorithm [4] by using this
estimation as a lower bound for the reached peak HRHRp.

In [5], a threshold on the HR is set by estimating the
maximal HR of the patient by only using the patient’s age
as described in [6]. Analysis however shows that this age-
based prediction is insufficient for the prediction ofHRep.
Other algorithms try to avoid HR thresholding by look-
ing for a strong (percentual) heart rate increase compared
to the baseline HR [7, 8]. These parameters however also
strongly vary from patient to patient.

2. Data and methods

2.1. Data selection

The estimation of the maximal epileptic HR HRep is
evaluated on seizures coming from 2 datasets. Dataset 1
contains 25 tonic-clonic seizures from 7 pediatric patients
which were recorded at the Pulderbos revalidation cen-
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Figure 1. Example of an ictal HRI. The seizure onset is
located at 6648s in this example.

Figure 2. Comparison of a seizure and a non-seizure HRI
originating from the same patient.

ter. Dataset 2 contains 127 complex partial seizures (CPS)
from 17 temporal lobe epilepsy patients , recorded at the
UZ Leuven. Seizures in both datasets were annotated by
experts using video-EEG monitoring. The ECG signals
were recorded with a sampling frequency of 250Hz.

Only seizures that last sufficiently long are able to reach
their maximal epileptic HR HRep [3]. Therefore only the
noise-free seizures that led to a HRp near the assumed
maximal epileptic HR were used for estimating HRep (so
that HRep = HRp). These seizures were selected from
the datasets after manual inspection of the HR data and
expert reports. In total 60 seizures from 20 patients were
used for the evaluation of the estimator (see table 1).

Table 1. The used datasets for the estimation of HRep.

Seizure # Analysed
Set type Age # Patients seizures

1 Tonic-clonic 3-18 6 24
2 CPS 9-54 14 36

The discussed seizure detection algorithms are only
evaluated on the entire first dataset, containing in total 252
hours of data recorded during nights.

2.2. Significant HRI extraction

In order to detect when a strong HRI is occurring, a
previously discussed method is used [4], which works as
follows. First the R peaks are detected by an online R
peak detection algorithm. From the online constructed
tachogram, we then compute the HR gradient ∇HR for
each new HR measurement. ∇HR is computed as the gra-
dient of the linear fit over 10 HR measurements. When-
ever a gradient ∇HR∗ becomes higher than 1bpm/s (at
t∇HR∗ , see figure 1), we assume a strong HRI is occur-
ring. The start of the HRI can then be retraced by checking
when the gradient was negative for the last time (at tstart),
whereas the end of the HRI (tend) is found on-the-run with
the detection of the next first negative gradient. A HRI is
stated to be significantly strong if the following rules apply
(see figure 1 for the definition of the parameters):

∆HR > 10bpm (1)

∆HR

∆tHRI
> 0.35bpm/s (2)

HRp

HRbase

> 1.1 (3)

The different values of these rules were set heuristically
based on a different dataset in [4]. We enhance this algo-
rithm by adding an extra rule

HRp > T ∗ H̃Rep (4)

with H̃Rep the estimated maximal epileptic HR (at the
time of observation) and T a fixed safety percentage to use
as a lower bound for the achieved peak heart rate HRp.

2.3. Fast significant HRI extraction

A faster version of the above mentioned HRI extraction
procedure is also evaluated. In this case, once a ∇HR∗
is found, every new HR measurement is taken as if it is
the end of the HRI. For each new HR measurement after
t∇HR∗ , rules (1)-(4) are evaluated until all rules are ful-
filled or until the end of the HRI is detected. This has as
main advantage that the algorithm does not have to wait
for the HRI to end, making it able to detect the seizures
more quickly than the original version. Due to the addition
of rule (4), the algorithm would only alarm if the new HR
measurement is sufficiently close to H̃Rep (see figure 2).

2.4. Maximal epileptic HR estimation

The estimation of the maximal epileptic HR is done by
solving a regression problem using least-squares support
vector machines (LS-SVM) [9], which is formulated as

min
w,b,e

1

2
wTw + γ ∗ 1

2

N∑
k=1

e2k



such that

HRep,k = wTϕ(xk) + b+ ek

= H̃Rep,k + ek

with xk the extracted features for regression, HRep,k and
H̃Rep,k the real and estimated maximal epileptic HR of
sample k and ϕ(.) the used Gaussian kernel. The estima-
tor is evaluated on 60 noise-free seizures for which the as-
sumption is made that they achieved their maximal epilep-
tic HR, so that HRep,k = HRp,k for these seizures.

Extracted features include several pre-ictal HR variabil-
ity measurements, pre-ictal HR frequency information and
∇HR∗. Pre-ictal features are computed on the 60s of HR
data before tstart. The features of interest are selected au-
tomatically using a forward feature selection procedure,
adding features to the pool of selected features if they
lead to a lower mean square error (MSE). The estimator is
evaluated by using leave-one-patient-out cross validation
(LOPO CV).

2.5. Online seizure detection algorithms

The goal for the estimation of the maximal epileptic
HR is to improve online seizure detection in a patient-
independent approach. Three seizure detection algorithms
are evaluated here (see figure 3). As reference algorithm
(Method A), the procedure discussed in [4] is used. Fea-
tures from before and during the significant HRIs are ex-
tracted and classified using a SVM classifier. Features
were added to the pool of used features if they resulted in
an increased performance on the training set. Evaluation
of the algorithm is done by using LOPO CV.

Method B enhances method A by including the infor-
mation of the maximal epileptic HR estimator (rule (4)).
Method C differs from method B by using the fast signifi-
cant HRI extraction procedure discussed in section 2.3.

3. Results & discussion

3.1. Maximal epileptic HR estimation

Figure 4 shows both the original and estimated maxi-
mal epileptic HR for the inspected seizures. An overall
MSE of ±18bpm is found, with a standard deviation of
13bpm. Most of the estimations have a relative limited er-
ror. The estimation H̃Rep seems to slightly overestimate
most of the low HRep values. The estimation is also very
bad for two seizures with HRep around 180bpm coming
from one adult patient. This might be due to the lack of
other seizures with such a highHRep, so that the LS-SVM
regressor could not yet fully adept for these values. Intro-
ducing more sufficiently long seizures in the training pro-
cedure might be able to solve this issue.
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Figure 3. Overview of the tested online seizure detectors.
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Figure 4. Scatterplot of the real (HRep) and estimated
(H̃Rep) maximal epileptic heart rates . The dashed lines
indicate the average standard error on the estimation.

The best features that were selected for this function es-
timation were the maximal HR gradient ∇HR∗, the pre-
ictal mean RR-interval RRbase and the feature

Mobility(RR′base)−Mobility(RRbase)

using Hjorth’s mobility parameter on the pre-ictal RR-
intervals RRbase and the successive differences RR′base
[10] . This parameter gives an indication of the complex-
ity of the pre-ictal RR-intervals.

For comparison, an estimation using the age-based max-
imal HR estimation in [6] leads to a MSE of ±67.5bpm,
which is typically a strong overestimation of HRep. This
shows that this age-based approach is insufficiently accu-
rate for the intended goal.

3.2. Online seizure detection

Table 2 shows the results for the proposed seizure de-
tection algorithms and several algorithms from the liter-
ature. The reference method A outperforms other algo-
rithms from the literature on the examined dataset in terms
of sensitivity (Se) and false positives/hour (FP/h), but re-
sults in a longer detection delay of 23.8s.



Table 2. Results for online seizure detection.

Method Se (%) FP/h F1-score delay (s)
Method A 92.0 1.05 14.65 23.8
Method B 88.0 0.76 18.49 24.9
Method C 88.0 0.75 18.72 11.9

Method [5] 84.0 2.62 5.95 10.3
Method [7] 92.0 2.01 8.27 6.8
Method [8] 96.0 2.24 7.82 6.7

Method B is able to further improve the performance of
method A by incorporating the information of the HRep

estimation, which can be seen in an improved F1-score

F1 = 2 ∗ Se ∗ PPV
Se+ PPV

(5)

with PPV the positive predictive value. T = 0.95 in rule
(4) led to the best performance for both methods B and C.

Method C leads to a much smaller average detection
delay (11.9s) by using the fast significant HRI extraction
procedure, while the performance stays nearly the same
compared to method B. It seems that after the HR exceeds
T ∗ H̃Rep during a HRI, the data after this point does
not lead to further algorithm improvement for this patient
group. Rule (4) allows detection only if the HR is suffi-
ciently close to the estimated maximal epileptic HR H̃Rep.
This causes a few extra seconds of delay compared to the
literature, but results in a much lower FP rate, showing that
this longer delay is required for a better performance.

It should be noted that the algorithm is only tested here
on pediatric patients, which all had HRp above 120bpm.
We assume the added value on seizure detection to be even
larger when patients with a wider range of age and HRep

are evaluated. This is however left for future work.

4. Conclusion

The estimation of the maximal epileptic heart rate using
LS-SVM regression showed to correlate very well with the
true epileptic peak heart rates. The performance of the dis-
cussed seizure detection algorithm improved by incorpo-
rating this information. Future work will go into optimiz-
ing the estimation further by evaluating more seizures and
test the enhanced seizure detection algorithms on data with
a more age-varying patient group.
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